Detection of a retention wire fracture in an asymptomatic patient 18 years after implantation.
An asymptomatic patient with a Teletronics Accufix atrial lead (Teletronics, Englewood, CO, USA) presented for an annual fluoroscopic examination. The examination revealed a retention wire fracture, which occurred 18 years after the initial implantation. Annual fluoroscopic examination of these leads should still be performed.